TUCSON POLICE DEPARTMENT
CRIMELABORATORY A9y
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Depariment of Public Safety for Intoxilyzer 5000
inspection, and having performed such mspections on Intoxilyzer 5000

# [/ Seral #_66~00%0/Y . certifies by her signature:

on /2/2( /0¥  witharesult of £.079 AC, 0. 0 AC.

and on ZH@Q& .with aresult of 0.0Z7 AC. 9. OFPAC.
this Instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concering this instrument between these

Pore Qs

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this & . day of Nowem ber - 200Y.

S OFFICIAL SEAL

..'.'-: =\ NOTARY PUBLIC-ARIZONA |
PIMA COUNTY < 4

M My Comm. Exp. Sept. 4, 2008 Notary Public
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Invalid sa:np"a printad f
Daficisnt sannlsa nrﬂn._ﬂd/
Mf% Completeness of sample purge with collection tuba**
v Callhrahlaﬂ standard 0. QEQ AC
nasults: 0.0794C f 0078 AL

Instrumant cpe:a*1ng properly and accuratsly. YzZ5/N0

0 R A

Cd T b
alcmhc&l cnn&ntratinn standard collsctad for subssguent
analysis.*=

sHITE OR WITHOUT VADOR RECIRCULATION AND WITE OR WITEQOUT REYBOARD
«%TETS ETET I8 ONLY REQUIRED IP TELIS DEVICE I8 BEING USED FOR
EAMPLE CADTORE.
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ALA.C. RI-14—404 (2}
ARIZONA DEPARTHENT OF HEALTH BERVICES

ETANDARD QUALITY ASSURANCE PROQCELURES
INTOIILYZIER MODEL 500Q0+%

STANDARD CALIBRATION CHECE FPROCEOURE {M

Agency _Tucson Police Department Date JO/?r/G% Tima  GTZS
Intoxilyzer Serial# lle—go4o/y (FM)ocation =~
Q& Specialist L],aﬁnr'i—ﬁr Lenm hs A/ﬂ:ﬁfﬁﬁﬁ A
(Print Name)
{ Wf 1. Pour a standard alcochel solutiocn of Known value into a
Clean dry simulater jar and assembls the simulator,
Insure that a tight seal has been made.
Standard value: 0. ac
{ o) Turn on the simulator and allow the temperature to
reach 34°C+.2%C.
f 2 Z., Sef Intoxilyzer maode selection in the AcA mode by
switching mode selection switch #9 on or selecting g
on kevhoard meanu.
ttach simulator to the simulator entrance ot an thea
Intoxilyzer.

bt

—
1.8

{ 3. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTONY,
8. Push start Test button or press enter on kxeyboard.
7. Insert card in response to display.
8. Air blank completed.
8. Calibration check completed.

Test results 0.079/HC #€0.078AC
10. Air blank completed.
11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
12. Return mode selection switch #9 to off position after
ibration checks are complete or type Q and enter

il rﬁxﬂ
STGNATURE - &wf‘:\

*®HITHE OR WITEG@ RECIRCULATION AND WITE OR WITECUT XKEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)
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-_N"T_'C- <ILYZER SERIAL #po—00 Y0, (F/F) L{‘JCZT:DHL DT f:f@i
DaTE_Npwaiber ¥ 14 o0 TIHZ  /a3o
-5 S0
T Display reads "READY TO START" or "PUSH 3UTTON TQ STiRT
TEST "
DIAGNOQSTIC TESTS
__» 2=  DVM Test check. Satting should b2 betwsen .200 and
.600. Hode salection switch 52 on, ST and 53 off orc
keyboard menu selection "H'". Reading is 37% x
wufZo— Display Test chack. Mode selsction switch S1 on and 52
and S3 off or keyboard maenu salacition "V'.
_~£25— Printar Test ciieck. Mode selection switch S1, S2, s3
off or Keyboard menu sslection "B'.
ﬂ Clack time check. Made selection switch 510 on o=
ka‘-f board msnu selectian "EV.
e Date check. Mods seslactian switen SLl on or kevboard
manu selection "E"
QPERATIONAL TESTS
~~< Alcohol fres subject Tast resul:t 0.000 A ¢
W s Error recagnition logic system functianing
Invalid test printed oy -
b Proper sample recognition system
Invalid sample printed~<4¢— -
Deficient sample printed— 24—
N/ A Comnletsness of sample purge with collection tubex*=*

e Calipration standard 0. QE‘_‘[_) ac
Results: 0. 07zAT « 2.0 FFAC
vES L1

Instrument oparating properly and accurately. AEND.

COMHENTS =

STIGHATURE W ’@Mm het

=l
M{alcahcl concentration standard collescted for subssgusanv
analysis. *x*

*WITH OR WITHEOUT VAPOR RECIRCULATION AND WITH OR WITHOUT RKEYBOARD
*«THIS STEF IS5 ONLY REQUIREBD IP TEIS DEVICE IS BEING USED ZOXR
SAMPLE CAPTORE. v

DHS/DSLE/Farm CLY17(Rav.7-93)
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ZIHIBIT P o
THIEB EREFPORT PREEPARED PURSUANT TO DUTY IHDPOSED oY
AR .C. RBI-14-404(3A)
ARTIZOMA DERARTHENT OF EEALTH SFRVICES
BTRANDARD QUALITY AESURAMNCE PROCELDORES
INTOXILYZER MODEL 5000+ /{6\.\

ETANDARD CALIBEATION CEECK PROCEDUORFE
Agency _Tucson: Police Department Dats yX&Vb?‘ Tizme /O30
Intoxilyzer Serial? &b CO¥YY¥ (#/7) Location bul> #
Q& Specialist Lresmec Doran e 33/

(Print MHane)

L;%H} L. Pour a standard alccochaol solution af known value inte a

s ot

e 3
S
wrlo ) 3.
(A=) 6.
Gl ea—) 7.
() 8.
i 2.
L) 10.
Eate—) 11.
(—2—) 12Z.
SIGHATURE

td

clean dry simulator jar and assemhle the simulator.

Insure that a tight seal has been mads.
Standard walus: 0.050 A
Turn an the simulator and allow the temveraturs to

reach 34°CH.2°%C.
Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting "¢
on kevboard menu.
tach simulator to the simulator entrance port on the

Intoxilyzer,

Intoxilyzer 5000 display reads
HPUSH BUTTON'.

Push Start Test button or press enter on keyboard.
Insert card in response to display.

Alir blank completed.

Calibration check completad.

Test results 0.0F7%06.07€ Ac

Air blank completed.

When display reads Test Coumplete remove evidence card.
Attach the card to the completed checklist. i
Return mode selection switch #9 to off position after
all calibration checks are complete or type Q¢ and enter
on keyboard. .

"OEADY TO START" or

»

*WITE OF WITHOUT VAPOR RECIRCULATION AND WITH OR WITEOQOUT KEYSO0ARD

DHS/DSLS/Form Cil§ (Rev.7-93)




